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TEXHIYHA CHIENU®IKAIIS/ TECHNICAL SPECIFICATION

UKR2402 2025 002

PEABLIITAIIMAHE OBJIATHAHHSI/
REHABILITATION EQUIPMENT

l.baraTopyHknioHaabuuii peabGimiTauiiinuii KoMILIeKc /

ultifunctional rehabilitation complex

koa JK 021:2015 - 33150000-6 — Anapatypa ans pagiotepanii, MexanoTepanit, eJxekTpoTepanii

Ta (Gi3HyHOI Tepamii /

code of state classifier 021:2015 - 33150000-6 - Equipment for radiotherapy, mechanotherapy,

electrotherapy and physical therapy

No | HaiimenyBanHs npeaMeTy Ha3Ba Ta koa Mequ4HOro BUpody On. Kinn
3aKymiBJi a00 eKBiBaJIeHT BIITIOBiTHO J0 HAIOHAJBLHOI0 BUM. / KiCcTh
/ Name of the kiaacudikaropa HK 024:2023 Unit / Q-ty
procurement item or «KnacudikaTop Mmequuanx Bupodisy /
equivalent Name and code of medical product
according to the National Classifier NC
024:2023 “Medical Device Classifier”

1. bararopyHkuioHansHui 47516 Peabinitaniitna cucrema 3 6iroBuM KOMILTL. 1
pealiniTauiiiHuii KOMILIEKC / | TPEHAKEPOM 3 ABTOMATAYHMM KepyBaHHAM/ | /complex
Multifunctional Rehabilitation system with automatically-
rehabilitation complex controlled treadmill

No. Menuko-TexXHiyHi BUMOTH / BignosiguicTh
Medical and technical requirements (Tak/ni) Ta
Ha3Ba
AOKYMEHTY fe
MiJTBEPAKYEThCA
BiIMOBIiAHICTS,
Ne cropinku /
Compliance (yes/no)
and name of the
confirmation
document, page No.
1 PeabiniTauiiiHuit KOMIUIEKC IPU3HAYCHMH IS TPEHYBAHHS XOAH TIALICHTAMH 3
[IOPYLLIEHHSIMHU OIIOPHO-PYXOBOIO anapary abo ymkomkeHuasMu [THC 3
KOMITEHCALIEIO Bary. /
The rehabilitation complex is designed for gait training in patients with
musculoskeletal disorders and CNS injuries with weight compensation.

2 PeabiiTaniifHuit KOMIUTEKC IOBUHEH MaTH PEHKOBE IIOJIOTHO IS 3HIDKEHHS
HABAHTAKCHHS Ha KOJIHHI Ta KyJbLIOB Cyriobu mif yac peadimitarii. /
The rehabilitation complex is equipped with a rail bed to reduce the load on
the knee and hip joints during rehabilitation.

3 |MakcuMmanpHa Bara nauiesrta He Menue 160 kr/

Maximum patient weight is not less than 160 kg
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PeaGinitawifimii KOMIUIEKC MOBUHEH OyTu oOnajHaHUA CHCTEMOIO

KOMIIEHCallii Bary mauienTa B Aianasosi Big 0 go 100 xr. /

The rehabilitation complex is equipped with a patient weight compensation system in the
range from 0 to 100 kg.

CucreMa KOMIIEH AT Bary MaLicHTa TOBUHHA CKIIANATHCS i3 CTANEBO
KOHCTPYKIIT 3 IBOMA ENEKTPOABUTYHAMH [1i IHOMHMKA, JBOMA BaraMH, JBOMA
KaHATHUMU CUCTEMaMH. /

The patient weight compensation system consists of a steel structure with two
electric lift motors, two weights, two rope systems.

Cucrema KoMIeHcalii Bark MOBMHHA HAZiaBaTH MOXIHBICTE OJHOOIYHOTO
MOJIErIeHHs Bary. /
The weight compensation system provides for unilateral weight relief.

PeaGinitanifiuii KOMIIEKC TOBUHEH Gy T 00aIHARMH CTPOTIOK s HiATPUMKH.

The rehabilitation complex is equipped with a sling for support.

PeabiniTauilinuit KOMIEKC IOBUHEH MaTH NIPOrpaMy TPEHYBaHb 3
PYYHUM HANAIITYBAaHHSIM. /
The rehabilitation complex has a training program with manual settings.

PeabiniTauiiinuii KOMIIEKC MOBHHEH MATH HE MEHIE 7 3AIIPOrpaMOBAHUX
TpEHyBaHb. /
The rehabilitation complex has at least 7 training programs.

10

Bricora pealinitauiiinoro kommnekcy 255+ 35 cm/
Height of the rehabilitation complex is 255 + 35 cm

11

[[lupuna peaGinitauiiinoro kommiexcy 105+ 35 cm/
Width of the rehabilitation complex is 105 + 35 cm

12

JloBxuna peabinitamiiinoro kommnekcy 172 £35 cm/
Length of the rehabilitation complex is 172 + 35 ¢m

13

[{0510THO 14 TPEHYBaHb IOBUHHO CKIIAZATUCA 3 ATIOMIHIEBUX JIaMeNei 3
'YMOBHM HIAPOM, Y SIKHX BiJCYTHE IPOBHUCAHHS, & IIOBEPXHS U XOIE0M He
HarpiBacTHCS i1 Yac 3aHATTS. /

The training mat consists of aluminum slats with a rubber layer, without
sagging and the walking surface does not heat up during training.

14

Brcora miargopmu He 6inbie 30 cM [ MONErMERHS OCTYITy NALi€HTIB, /
Platform height is not more than 30 cm to facilitate patient access.

15

[[Inpuna monoTHa JOpikku He MeHme 60 cM. /
The width of the track is at least 60 cm

16

JIOBXHHA MOJOTHA IOPIXKK HE MeHLIE 155 cM. /
The length of the track is at least 155 cm

17

MinimanbHa MBUAKICTE pyXy He Ginbme 0,1 km/rox, /
The minimum speed is not more than 0.1 km/h

18

PeryioBaHus WBHAKICTH PyXy 3 TOUHiCTIO He Gimbme 0,1 km/rog. /
The accuracy of speed regulation is not more than 0.1 km/h

19

MakcumaibHa WIBHIKICTE JOPDKKE He MeHme 13 km/rog, /
Maximum track speed is not less than 13 km/h

20

Peabinitauilinuit KOMIIEKC NOBUHEH OyTH YKOMILIEKTOBAHHIA Iasgycom /

The rehabilitation complex is equipped with a ramp
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HasiBuicTb rapantiiiHoro nucra Bin BupoGHuKka aGo YIIOBHOB&)XEHOTO
NPEACTaBHMKA HA TEPUTOPii YKpaiHu, IO MiATBEPIIKYe MOMUTHBICTD
110CTa4aHHs y4aCHUKOM 3aNpOMOHOBAHOTO 06/IaiHaHHs B HEOOXiaHiH KiTbKOCTi,
SIKOCTI Ta B TOTPiOHi TepMiHM /

Warranty letter from the manufacturer or an authorized representative on the
territory of Ukraine, confirming the possibility of the participant to supply
the proposed equipment in the required quantity, quality and within the
required period.

22

HasiBHICTb IOKyMEHTY, 1O NiATBEpIKYE BiATOBIAHOCTI obnaHaHHs, 110
MOCTABIIAETECS], BAMOr'aM TEXHIYHOTO persiaMenTy 3rigHo Ilocranosn KMY
INe753 02.10.2013p. a60 rapanTiitsiit et PO HAIaHHs KOIIiit JOKYMEHTIB, 1110
ITi ITBEPIDKYOTH MOIIHBICTE BBEEHHS B 00ir Ta/a60 EKCILTyaTalliro
(3acTOCYBAHHST) MEIMUHOTO BUPOGY 3a Pe3yIbTaTaMu IPOXOKEHHS
TIPOLIEYPH OLIHKH BiIIOBIAHOCTI 3riXHO BUMOT TeXHI9HOrO peraMenTy Ha
MOMEHT IIOCTaBKH 3alPOIIOHOBAHOTO TOBAPY. /

Document confirming the compliance of the supplied equipment with the
requirements of the technical regulations in accordance with Resolution of the
Cabinet of Ministers of Ukraine No. 753 dated October 02, 2013 or a guarantee
letter to provide copies of documents confirming the possibility of
commissioning and/or operation (application) of the medical product based on
the results of the conformity assessment in accordance with the requirements of
the technical regulations at the time of delivery of the proposed product.

23

[locTauaHHs «Mmij KIouy, BKIIOYAK0YK nocrasky y M. bina Ilepksa (KuiBcbka
0011aCTh), MOHTaX, BCTAHOBICHHS, BBEIEHHS B EKCILIyATAILII0 T2 HABYAHHS
NEPCOHay (SKILO LE € 3aCTOCOBHMM )./

Turn-key delivery, including delivery to Bila Tserkva (Kyiv region), assembling,
installation, commissioning, and staff training (if applicable).

2. PeaGiniTanilinuii ctin aas Tepanii LWIHPOKHH 3 eIeKTPUYHHUM

PeryJIlOBAaHHSIM BHCOTH/

Wide rehabilitation therapy table, with electric height adjustment

kox JIK 021:2015 - 33150000-6 — Anaparypa aas pagiorepanii, MexaHoTepanif,

eJexkTporepanii Ta isnyHoi Tepamii /

code of state classifier 021:2015 - 33150000-6 / Equipment for radiotherapy,

electrotherapy and physical therapy

mechanotherapy,

No

HaiimenyBanus npeamery Ha3sBa Ta kox MmexuuHoro Bupoody
3aKymiBJii 200 ekBiBaJIeHT / BiINIOBIIHO 10 HALIOHA/ILHOTO
Name of the procurement item Kinacupikaropa HK 024:2023
or equivalent «Knacudikarop Mmequanux
BHPOOIBY /

NC 024:2023 “Medical Device
Classifier”

Name and code of medical product
according to the National Classifier

On. Bum.
/ Unit

Kin
BbKic
T /

Q-ty

PeaGinitaniitnuit crin ais tepamnii 31362 - Crin ms ornsiy /

PETyJIFOBaHHSIM BHCOTH / Bim Mepexi /

KOMIUL. /

UIMPOKHH 3 EIEKTPUIHUM TEPANCBTHIHUX NPOUEIYD, 3 KUBJICHHAM | complex
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Wide rehabilitation therapy table, Examination/therapy table, mains

with electric height adjustment powered

Menunko-Texuiuni Bumoru /
Medical and technical requirements

BinnoBianicte (Tak/ni) 3
MOCHJIAHHSAM HA
CTOPIHKY BignoBigTHOrO
AOKyMeHTYy /
Compliance (yes/no)
with a link to the
relevant document

page

PeabiniTauifHuii CTin moBuHen GyTH NPU3HAYCHUH IS
TPOBEICHHs peabuiiTallii i Tepanii Ta peabinitauiitaux npoueryp /
The rehabilitation table is intended for rehabilitation, therapy and
rehabilitation procedures.

JoxwuHa crony He Meniue 200 cm /
The table length is not less than 200 cm

upuna crosy He MeHIe 120 cM /
The table width is not less than 120 cm

PerymoBaHHs BUCOTH OBEPXHI CTOJIY 38 JOMOMOTOKO €TEKTPOIPHBOLY
3 PYyYHHM ITyJIBTOM KEpyBaHHs /

Adjusting the table surface height using an electric drive with a
manual control panel

MiniMansHa BHCOTa TOBEPXHi CTOJTy He Gisbiue 45 cM /
The minimum height of the table surface is not more than 45 cm

MakcumanbHa BUCOTA MOBEPXHI CTONY HE MEHIIE 95 cM /
The maximum height of the table surface is not less than 95 cm

Makcumanbhe HaBaHTakeHHs He Mente 200 kr/
Maximum load is not less than 200 kg

Pama moBuHHa OyTH BUTOTOBIIEHA 3 METANY IS 3a0€3MeYeHHS
CTaOUIBHOCTI CTOIY I1i Yac MpOBENEHHs peabilTiTariifHmx BIpaB /
The frame is made of metal to ensure the stability of the table during
rehabilitation exercises.

Crin moBunen O6yTu o6nafHaHuii KONEcaMu Ha BUCYBHHIM IIACH JUIS
JIETKOT'O IIEPEMIILEHHSI CTOJTY B KiMHATi /

The table is equipped with wheels on a retractable chassis for easy
movement of the table around the room.

10

HasiBHicTe rapanTiliHOrO NMcTa Bin BUpoGHHKA 260
YTIOBHOB&)XEHOI' O IIPE/ICTABHUKA Ha TEPUTOPil YKpaiHu, o
MiATBEPIKY € MOXKIIHBICTH OCTAYAHHS YUACHHKOM
3aIPONIOHOBAHOr0 00JIaIHaHHS B HEOOXiAHiM KiTbKOCTI, IKOCTI Ta B
NOTPiOHI TepMiHH /

Warranty letter from the manufacturer or an authorized
representative in Ukraine, confirming the opportunity of the
participant to supply the proposed equipment in the required
quantity, quality and within the required period.
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11

HasiBHICTE OKYMEHTY, 10 NiATBEPIXKYE BiAMOBIAHOCTI

00JaHaHHS, IO TIOCTABIISETHCS, BAMOTaM TEXHIUHOrO peryIaMeHTy
3riguo [Mocranosrn KMV Ne753 02.10.2013p. a6o rapanTiiismii wcT
PO HAJaHHS KOIIilf JOKYMEHTIB, 1110 HiATBEPIKYIOTH MOXKIIMBICTE
BBEJICHHSI B 00Ir Ta/a00 eKCILTyaTaniio (3acToCyBaHHA) MEMUYHOTO
BUPOOY 3a pe3yJIbTaTaMH MPOXOKEHHS TIPOLIETYPH OLiHKH
BIJIOBiAHOCTI 3riTHO BUMOT TEXHIUHOrO pErIaMeHTy Ha MOMEHT

NOCTAaBKH 3alpOIIOHOBAHOI0 TOBApPY. /

the proposed product.

Document confirming the compliance of the supplied equipment
with the requirements of the technical regulations in accordance
with Resolution of the Cabinet of Ministers of Ukraine No. 753
dated October 02, 2013 or a guarantee letter on the provision of
copies of documents confirming the possibility of commissioning
and/or operation (application) of the medical product based on the
results of the conformity assessment in accordance with the
requirements of the technical regulations at the time of delivery of

12

[EPCOHaIy (SKIIO LE € 3aCTOCOBHMM )./

[TocTavanns «min kmowy, BKIIOYAI0YM JOCTaBKY y M. bina Llepxaa (KuiBcrka
06I1aCTb), MOHTaX, BCTAHOBJICHHS, BBEJIEHHS B EKCIUTYaTAL{I0 T4 HABYAHHS

Turn-key delivery, including delivery to Bila Tserkva (Kyiv region),
assembling, installation, commissioning, and staff training (if applicable).

3. CrenpoBHil MiAOMHHUK 3 MiTHOMHUM KDPOHIITEHHOM NiaABiCHOIO
9
PeHKOBOIO TA 3apPSIAHOI0 CHCTEeMaMH (KOMILIEKTALIS A1 aKTHBHOL
peabiniTauii 3 ntuHamivaum moaysiem) 3 H- moxiGuoro peHKOBOI0

CHCTEMOX0/

Ceiling lift with lifting bracket, suspension rail and charging systems
(set for active rehabilitation with dynamic module) with H-shaped

rail system

xox JIK 021:2015 - 33150000-6 — Anapatypa s papiorepamnii, MexaHoTepaniy,

eJIeKTpoTepamnii Ta §izuyHoi Tepamnii /

code of state classifier 021:2015 - 33150000-6 / Equipment for radiotherapy, mechanotherapy,

electrotherapy and physical therapy

No

HaiimenyBaHnHs npeamery
3aKyniBJji 200 ekBiBajIeHT /
Name of the procurement item or
equivalent

Hasga Ta xox Mequ4noro Bupo0y
BIIOBIHO N0 HANIOHAIBLHOTO
Kaacudixaropa HK 024:2023

«KmacudikaTop meqaununx
BUPOOIB» /

Name and code of medical
product according to the
National Classifier NC 024:2023
“Medical Device Classifier”

On.
BUM. /
Unit

Kin
bKic
b /

Q-ty
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CTenpoBUi NiTOMHHUK 3 38129 Cucrema mimifiManss Ta
MiAXOMHUM KPOHIITEHHOM, MIEPEHECEHHS TTACAXKUPa
Ii/IBICHOIO PEHKOBOIO Ta 3PS IHOIO HOBITPSIHUM LUISIXOM /

CHCTEMOIO / System for lifting and transporting

Ceiling lift with lifting bracket, passengers by air

suspension rail and charging system

KOMILIL. / 1
complex

No.

Menunko-Texdiuyni Bumord /
Medical and technical requirements

BinnmosignicTh
(Tax/ni)

NOCHJIAHHS Ha
BiANIOBiAHI po3aln
Ta/a00 cTopiHKy(H)

JAOKYMEHTIB /
Compliance (yes/no)
links to relevant sections
and/or page(s) of
documents

CrenpoBui IMAHOMHYK IOBUHEH OyTH NMPU3HAYEHHH U IiIAOMY i
NEPEMILIICHHS TAI[iEHTIB 3 00MEXEHUMH MOMIJIMBOCTSIMY i U1 HABYAHHS
X01e0m /

The ceiling lift is designed for lifting and transporting patients with
disabilities, as well as for teaching them to walk.

CrenpoBuii niAIOMHUK MOBUHEH OyTH B KOMILIEKT] 3 JTHHAMIYHMM
MOZyJIEM PO3BAHTAXXEHHSI Bary IarieHTa /
The ceiling lift is equipped with a dynamic patient weight relief module

MonyJie po3BaHTaXKEHHsI Bard MaiieHTa MOBUHEH IIiATPUMYBAaTH
Nali€HTa Ha NEBHY KiIbKIiCTh Kilorpamis /

The patient weight relief module supports the patient for a certain
amount of kilograms

PospanTa)keHHs Bary marieHTa Moxe OyTH BCTAHOBJIEHE B Aiana3oni Big 0
10 100 xr/
Patient weight relief can be set in the range from 0 to 100 kg

MakcumanpkHa BaHTaXOMiAHOMHICTE CTEIHOBOrO NiAHOMHHUKA HE
meHme 250 xr/
The maximum load capacity of the ceiling lift is not less than 250 kg

H-nmonibna pelikoBa cucreMa 3 MOKPUTTAM ILTOLN KIMHATH HE MEHIIE HiX
5,5x3,5M. /

H-shaped rail system suitable for a room with area of not less than 5.5 x
3.5m

Ilepion mOBHOT Iepe3apsiIKK aKyMyJISITOPHOL Oatapel He Gibiue 2 romus /
The period of full battery recharge is not more than 2 hours

HasiBHiCTB py4HOrO myJibTa KEepyBaHHS /
Available manual control panel

HasiBHiCTh (yHKIIT ITABHMI ITyCK/3yIIMHKA /
Function of soft start/stop

10

HasBHicTe QyHKUIT aBapiiiHa 3ymuHKH /
Emergency stop function

11

HasBHicTb GyHKuii aBapiiiHuit crycky /
Emergency descent function

12

Jliana3oH migioMy, Bix MiHIMaIBHOIO [OJIOXKEHHS I IHOMHOrO

KNOHINTEHHVY O HOr0 MAKCUMATRUNTA Tomnrenuga ue meure 2500
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MM. /
The lifting range, from the lowest position of the lifting bracket to its
highest position, is not less than 2500 mm

13

IIBMAKICTh MiHOMY HE MeHLIE 55 MM./ceK. /
The lifting speed is not less than 55 mm/sec.

14

CrenboBuil NiAHOMHUK NOBHHEH OyTH OONagHAHMA MiAHOMHUM
KPOHWITEHHOM JIJIs1 KDIIlJIEHHs CTPOMHU Ta CTPOIIOK [l aKTMBHOT peabimiTamil

The ceiling lift is equipped with a lifting bracket for attaching a sling and
a sling for active rehabilitation

15

HasiBHicTh rapanTiitHOro nmcta Bij BUpoOHUKa 460 YIOBHOBAKEHOIO
NPEACTaBHUKA Ha TepUTOpii YKpaiHH, 110 MiATBEPIKYE MOXKIUBICTE
II0CTa4aHHs YYaCHUKOM 3allpOIIOHOBAHOTO 00NafHaHHs B HEOOXiqHii
KIIBKOCTI, IKOCTi Ta B MOTPIOHi TepMiHu /

Warranty letter from the manufacturer or an authorized representative in
Ukraine, confirming the possibility of the participant to supply the proposed
equipment in the required quantity, quality and within the required period.

16

HasBHICTb 10KYMEHTY, 1110 MiATBEPIXKYE BiAMOBIAHOCTI OONALHAHHS,

110 IOCTABIAETHCS, BUMOraM TEXHIYHOTO periamenTy 3rigno Iloctanorn KMY
Ne753 02.10.2013p. a6o rapanTiiHuii TMCT PO HATAHHS KOITii
JOKYMEHTIB, IO ITiITBEPIKYIOTh MOUIUBICTE BBEACHHS B 06Ir Ta/a60
EKCILTyaTallifo (3aCTOCYBaHHST) MEIMUHOTO BUPOOY 32 pe3y I TATAME
TIPOXOJDKEHHS TIPOLIETYPU OLIHKHM BiATOBIJHOCT] 3riHO BUMOT TEXHIYHOTO
PCTJIaMEHTY Ha MOMEHT MOCTABKH 3aIIPOIIOHOBAHOTO TOBApy /

Document confirming the compliance of the supplied equipment with the
requirements of the technical regulations in accordance with Resolution
of the Cabinet of Ministers of Ukraine No. 753 dated October 02,2013 or
Guarantee Letter for the provision of copies of documents confirming the
possibility of commissioning and/or operation (application) of the
medical product based on the results of the conformity assessment
procedure in accordance with the requirements of the technical
regulations at the time of delivery of the proposed product.

17

[TocTauanus «min Koy, BKIFOYAIOYH I0CTABKY Y M. Bina Lepxsa (KuiBcrka
001aCTh ), MOHTaX, BCTAHOBJICHHS, BBEICHHS B EKCIITyaTallilo Ta HaBYaHHS
MepCoHany (KO e € 3aCTOCOBHUM)./

Turn-key delivery, including delivery to Bila Tserkva (Kyiv region), assembling,
installation, commissioning, and staff training (if applicable).

4. Croauk MaHyalbHUi AJa peabimitanii 3 HaBaHTAKEHHIM/
Manual table for weight-bearing rehabilitation

kox JIK 021:2015 - 33150000-6 — Amapartypa mas pagiorepanii, MexanoTepanii,

eJleKTpoTepanii Ta QpisuaHoI Tepamii /

code of state classifier 021:2015 - 33150000-6 / Equipment for radiotherapy,

mechanotherapy, electrotherapy and physical therapy

No

HalimenyBaHHs npeamery Ha3zga Ta koa Meau4HOro BUpoOy

3aKymiBJii 200 ekBiBageHT / BIAMOBITHO 10 HALLIOHAJILHOTIO
Name of the procurement kiacudikaropa HK 024:2023

item or equivalent «KnacudikaTop Mequauux BUpoO6iB /
Name and code of medical product

according to the National Classifier NC
N4-707% “Madical Navica Claccifiaw?

On.
BUM. /
Unit

Kin
bKic
s /
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Cronuk MaHyabHUR IS 34200 TpeHaxxep IUIst ANBIB, pyK /
peabiniTauii 3 HaBaHTAKEHHAM Simulator for fingers, hands

/ Manual table for weight-
bearing rehabilitation

T, / 1
pcs

No.

Mepauko-rexniuni BumMoru /
Medical and technical requirements

BignoBimuicTe
(Tax/ui) 3
MOCH/IAHHAM HA
CTOPIHKY
BiAMOBIAHOTO
HAOKYMEHTY /
Compliance (yes/no)
with a link to the
relevant document

page

Cronuk MaHyanbHul TOBUHEH OyTH NPU3HAYEHHIT GE3M0CEPENHBO s
peabiniTauii Ta BiTHOBIEHHS PyXJIMBOCTi CYTII06iB, 3GLIBIIEHHS
M'I30BOi CHJIM YK i IIaJIBIIiB, PO3BUTKY APiOHOI MOTOPHKM MABLIB. /
The manual table is intended directly for rehabilitation and restoration of
joint mobility, increase of muscle strength of hands and fingers, and
development of fine motor skills of the fingers.

JOBXHHA CTOJIMKA MaHyaJIbHOrO HE MOBMHHA OYTH MeHIIe HiXk 70 cM /
The length of the manual table is not be less than 70 cm.

IlInpuHa cTonmka MaHYalIbHOTO He TIOBUHHA OyTH MeHIe Hix 50 cM / The
width of the manual table is not less than 50 cm.

CToNvK TIOBHHEH PETyJIIOBATHCA 1O BUCOTI /
The table height is adjustable.

MiHiMallbHa BICOTa CTOJIMKA MAHY&IHHOTO HE TIOBUHHA OYTH MEHIIOK0
HiK 55 cM. /
The minimum height of the manua] table is not less than 55 cm.

MakcrumanbHa BUCOTa CTOJIMKA MaHYaIbHOTO He HOBHHHA OYTH
MEHIIOIO Hidk 90 cM. /
The maximum height of the manual table is not less than 90 cm.

Bara cTonuka MaHyanbHOrO He OBUHHA NEPEBUILYBATH 15 KT. /
The weight of the manual table is not more than 15 kg.

CTiNbHALS CTOMKA MaHyaTbHOTO OBMHHA 6YTH BUTOTOBJIEHA 3 Gbanepu /
The tabletop of the manual table is made of plywood.

Cronvk MaHyaJ IbHUM TOBMHEH OyTH BCTAHOBJICHUM Ha METAICBUM Kapkac
/
The manual table is mounted on a metal frame.

10

Cronvk MaHyaJbHH# TIOBUHEH OyTH OCHAIECHMIA ITiIBICHUMY MilICIKaMu
JUISL PETYJIFOBAHHS. HABAHTAXECHHS /
The manual table is equipped with hanging bags for load adjustment.

11

Cronuk MaHyansHU} TOBHHEH 6yTH OCHAIIEHHMIT KOHYCOMO[IOHUM
BATMKOM 3 DI3HUMM TiaMETpaMu, BiH HEOOXiIHHUII 7S HOCTYIIOBOTO
oOepTaHHs pyKamu /

The manual table is equipped with a conical roller of different diameters,
that is necessary for gradual rotation by hands.

12

CTONKMK MaHyaIbHUM TOBUHEH OyTH OCHALIEHHH PYUKOIO 3 peMEHEM Ha
JUITyHLi, BOHA HEOOXi/IHA MU BIIpaB 3i 3rMHAHHS MANKLIB B kynak / The
manual table is equipped with a handle with a Velcro strap, required for
exercises for bending fingers into a fist.
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13

Crosnk MaHyanpHUN OBUHEH OyTH OCHAINEHUH BEPTUKATIBHOO

CIIipaJlIrO Pa3oM 3 IIOB3YHKOM 3 MOTY3KOIO, BOHA HEOOXifHA IS AKTHBHHUX
BIIPAB 3 ONMOPOM It 301IBLIEHHS Iiama3oHy pyxy 3am'scts / The manual
table is equipped with a vertical spiral along with a slider with a rope,
required for active exercises with resistance to increase the range of wrist
motion.

14

Cronvk MaHyabHUH TOBUHEH OyTH OCHALIEHUH NEPEB’SHUM KOJECOM 3
3y04YacTuM ma3oM Ha MOTY3Ii, BOHO HEOOXi/IHE I aKTUBHHX BIIPAB 3
IpOHaIlii Ta CymiHawii KuCTi, 1715 PO3pO6KK 0CHOBOro 0OEPTAaHHS 3aIl'SICTS /
The manual table is equipped with a wooden wheel with a toothed groove
on the rope; required for active exercises in pronation and supination of the
hand, for developing axial rotation of the wrist.

15

CTosMK MaHyanbHUi TTOBHHEH GyTH OCHANICHHI BaXKENEM 3 MOTY3KOIO,
BiH HEOOXiHMH VI BUKOHAHHS AKTMBHUX IPaB 33 PO3THHAHHSIM Ta
IIOBIJIBHOTO 3TMHAHHS 3aII'ICTKY /

The manual table is equipped with a lever and a rope, required for active
exercises for extension and slow flexion of the wrist.

16

CrosuK MaHyanbHuit OBHHEH OyTH OCHALICHMI IEPEB’ THUM JIOTKOM, BiH
CIIYXHTE JUIs cTabinizalil pyku mijJ 9ac TpeHyBaHb /

The manual table is equipped with a wooden tray, it is used to stabilize the
hand during training.

17

HasiBHicTb rapanTiitHOro nucra Bix BUpOGHKMKA 200 YIOBHOBAXKEHOTO
NPEACTaBHUKA HA TEPUTOPil YKpaiHy, IO MiATBEPIKYE MOXKIIMBICTE
[IOCTaYaHHs YYaCHUKOM 3alPOIIOHOBAHOTO 00JIaiHAHHS B HEOOX1MHil
KiJIBKOCTi, IKOCTi Ta B HOTpiOHi TepMinM /

Warranty letter from the manufacturer or an authorized representative in
Ukraine, confirming the possibility of the participant to supply the
proposed equipment in the required quantity, quality and within the
required period

18

HasiBHICTb JOKyMEHTY, IO MiATBEpIKYE (BaKT BigmoBigHOCT

o0J1aiHaH K, 1O MOCTABIIAETECS, BUMOTaM TEXHIYHOIO PErNaMeHTy 3riHO
ITocranoBu KMY Ne 753 Bix 02.10.2013p. /

Document confirming the compliance of the supplied equipment with the
requirements of the technical regulations in accordance with Resolution of
the Cabinet of Ministers of Ukraine No. 753 dated October 02, 2013.

19

[locTauanHs «mmia KIouy, BKIIOYal0un T0ctasky y M. bina Ilepksa (Kuiecbka
00J1aCTh), MOHTAXK, BCTAHOBIICHHS, BBEICHHS B EKCILTYaTALlil0 T HABYAHHS
MEPCOHANY (SKILO L€ € 32CTOCOBHUM)./

Turn-key delivery, including delivery to Bila Tserkva (Kyiv region), assembling,

installation, commissioning, and staff training (if applicable).

S. BepTukanizaTop 3 peryJiloBaHHSIM BHCOTH 110 TOPH30HTAI i

BEPTHKAJII 3 eJIEKTPHYHUM NPHUBOIOM /

Verticalizer with horizontal and vertical height adjustment and

electric drive

ko JIK 021:201S5 -33150000-6 — Anapatypa aast pagiorepanii, MexaHoTepanii,

eJiekTpoTepanii Ta ¢isuyHoi Tepamii /
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code of state classifier 021:2015 - 33150000-6 / Equipment for radiotherapy,
mechanotherapy, electrotherapy and physical therapy

No

HaiimenyBanHs npeameTy
3aKyniBJii 200 ekBiBaJIeHT /
Name of the procurement item or
equivalent

HaszBa ta kox MeaANYHOr0 BHPOOY
BIZIIOBITHO X0 HALIOHAJBLHOIO
kaacudikaropa HK 024:2023

«Knacudikarop MeamaHux
BHPOOIB» /

Name and code of medical product
according to the National Classifier
NC 024:2023 “Medical Device
Classifier”

On.

BHM.

Unit

Kin
bKic
T /

Crin-BepTHKANI3aTOp 3 PeryIOBAHHAM
BHCOTH I10 TOPH30HTAI 1 KyTa HaXuIy
3 eJIEKTPUYHUM npuBoAoM / The
verticalizing table with horizontal
height and tilt adjustment with
electric drive

31362 - Crin ms orssimy /
TEpaneBTUYHUX MPOLEIYP, 3
JKUBJICHHAM BiJi Mepexi /
Examination/therapy table, powered
by mains

T, /
pcs

Ne

Mennko-TexHiyni BuUMoru /
Medical and technical requirements

BignosimnicTs (Tak/Hi) 3
MOCHJIAHHAM HA CTOPIHKY
BiJNOBIAHOI0 JOKYMeEHTY /

Compliance (yes/no) with a
link to the relevant
document page

Crin-BepTuKanizaTop mOpH3HAYCHW VIS IOCTYIIOBOIO
JEXKAUOr0 TOJIOKEHHS Y

NEepEMIIEHHS IalliceHTa 3
BEPTHUKAJIBHE /

The verticalizing table is designed to gradually move the patient from

a supine position to a vertical one.

Crin-BepTHKanizaTop NOBHHEH 3a0e3MeuyBaTH MOXKIIMBICTH
IJIABHOrO  MigHOMY Ta CITyCKY, MOXJIMBOCTI 3aiiMaTi IpOMiHi

MOJIOKEHHS /

The verticalizing table should provide the possibility of smooth
lifting and lowering, the possibility to stay in intermediate positions

MaxkcuMalibHe HaBaHTAXXEHHS HE MeHIe 250 kr. /

Maximum load is not less than 250 kg.

Crin-BepTukanizatop noBuHeH OyTH 061agHAHNH
CIICKTPONPHUBOAOM Ul 3MiHM KyTa Haxujy B Jiana3oHi He

ripme 0°-90°/

The verticalizing table is equipped with an electric drive to change the
tilt angle in the range of at least 0°-90°,

Crin-BepTukanizatop  MOBHHEH

height.

OyTn
€NEKTPONPUBOJOM JUISl PETYIIOBAHHS BHCOTH CTOJY /
The verticalizing table is equipped with an electric drive to adjust the table

oOnaTHAHUI

MinimansHa BucoTa crony He Ginbuie 50 cm. /
The minimum table height is not more than 50 cm.

MaxkcumMansHa BUCOTA CTONY He MeHIue 90 cm. /
The maximum table heisht is not less than 90 em
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[IuprHa cTomy He MeHie 85 cM /
The table width is not less than 85 ¢m

JoBxuHa crony He 6inbie 195 cm/
The table length is not more than 195 cm

10

Crin-BepTHKaNli3aTop  MOBHHEH Oyt  OOJamHaHHMIA
cTaliIi3y0uMy peMeHsMH (3 1iT.) /
The verticalizing table is equipped with stabilizing straps (3 pcs.)

11

Crin-BepTuKanizaTop NOBHHEH OyTH 00JaIHAHUY PydKaMH 3
(ixcaropamu MOJIOXKEHHS /
The verticalizing table is equipped with position locking handles.

12

Crin-BepTHKaNi3aTOp NOBUHEH OYyTH OOJagHAHUI KOJIECAMU 3
HE3AJIE)KHUMH rajibMamH /
The verticalizing desk is equipped with independent brakes wheels.

13

HasBricTe rapanriftHOTO JIMCTa Bix BUpOOHHMKA a6o
YIIOBHOBaXKEHOT'O NIPEICTaBHUKA HA TEPUTOPil YKpalHH, 10
HiATBEPIKY€E MOXKIIUBICTH MOCTAYaHHs YYACHHUKOM
3aIpONIOHOBAHOr0 00JaHaHHS B HEOOXiqHiM KiNBLKOCTI, IKOCTI Ta
B IIOTPiOHi TepMiHu /

Warranty letter from the manufacturer or an authorized
representative in Ukraine, confirming the possibility of the
participant to supply the proposed equipment in the required
quantity, quality and within the required period.

14

HasBHiCTb JOKYMEHTY, 10 miATBEpIKYE (DaKT BiANOBIAHOCTI
obJraiHaHHsl, IO NOCTABISIETHCS, BAMOraM TEXHIYHOTO PErNIaMEHTY
3rigHo [TocraHoBn KMV Ne753 02.10.2013p. / The document
confirming the compliance of the supplied equipment with the
requirements of technical regulations in accordance with Resolution
of the Cabinet of Ministers of Ukraine No. 753 dated October 02,
2013.

15

[locTauanns «Iij Kmouy, BKIHOYaI0H 10CTaBky y M. bina I{epksa
(KuiBcbka 061aCTh), MOHTaX, BCTAHOBJICHHS!, BBEJICHHS B EKCITyaTaliio Ta

HaBYAHHSI [IEPCOHANY (SIKILO L€ € 32CTOCOBHMUM )./
Turn-key delivery, including delivery to Bila Tserkva (Kyiv region),
assembling, installation, commissioning, and staff training (if applicable).

K3 KOP «CHEIIAJI3OBAHUN OBJACHHM BY IMHOK IUTUHA
M. BLJIA ITEPKBA»/

ORPHANAGE OF THE CITY OF BILA TSERKVA" / N
ey \:\ Y,

s

I'oyioBa xoMicii 3 peopranizarii / Chairman of the Reorganizef;[{-o;a
B.o. ronosHoro mnikapst / Acting Chief Physician :
IOnist BOTATUPEHKO / Yuliia BOHATYRENKO
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BITIHO «CIIIVIKA POBOYNX CAMAPHUTSIH HIMEYYAHH 3 C» /
ARBEITER-SAMARITER-BUND DEUTSCHLAND E V (ASB UKRAINE)

I'onosa micii / Country Director
@arima A3sizoBa / Fatima Azizova

B.o. xepiBauka nporpamu / Acting Head of Program
Haranis Ky / Nataliia Kuts

h Qb
i koA TS L
LY3e0H\ o

®daxiBeLb 3 rpoMancekoro 310pos’s / Health officer //“
Mapis KpaBuenko / Mariia Kravchenko %/




